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Abstract
Background: Dengue is a major public health problem in tropical and subtropical countries. Rapid and easy diagnosis 
of dengue can assist patient triage and care-management. The detection of DENV NS1 on rapid lateral flow tests offers 
a fast route to a presumptive dengue diagnosis but careful evaluations are urgently needed as more and more people 
use them.

Methods: The sensitivity and specificity of the Bio-Rad NS1 Ag Strip and SD Dengue Duo (NS1/IgM/IgG) lateral flow 
rapid tests were evaluated in a panel of plasma samples from 245 Vietnamese patients with RT-PCR confirmed dengue 
and 47 with other febrile illnesses.

Results: The NS1 rapid tests had similar diagnostic sensitivities (respectively 61.6% and 62.4%) in confirmed dengue 
cases but were 100% specific. When IgM/IgG results from the SD Dengue Duo were included in the test interpretation, 
the sensitivity improved significantly from 62.4% with NS1 alone to 75.5% when NS1 and/or IgM was positive and 
83.7% when NS1 and/or IgM and/or IgG was positive. Both NS1 assays were significantly more sensitive for primary 
than secondary dengue. NS1 positivity was associated with the underlying viraemia as NS1-positive samples had a 
significantly higher viraemia than NS1-negative samples.

Conclusions: These data suggest that the NS1 test component of these assays are highly specific and have similar 
levels of sensitivity. The IgM parameter in the SD Duo test improved overall test sensitivity without compromising 
specificity. The SD Dengue Duo lateral flow rapid test deserves further prospective evaluation in dengue endemic 
settings.

Background
Dengue is a major public health problem in tropical and
subtropical countries [1,2]. Each of the four serotypes of
dengue virus (DENV-1 to DENV-4) is able to cause dis-
ease. Clinically apparent disease varies in severity from
mild undifferentiated fever through to more severe syn-
dromes, such as dengue hemorrhagic fever (DHF) and
dengue shock syndrome (DSS). DHF is a vasculopathy
characterized by capillary leakage and haematological
deregulation, which in severe cases can result in life-
threatening hypovolemic shock (DSS). There are no

licensed vaccines or specific therapies for dengue, and
patient management relies on good supportive care.

There are several reasons why early and accurate diag-
nosis of dengue is important. First, an early and accurate
diagnosis can assist in patient management by directing
clinical attention to the appearance of major warning
signs of severe or even life threatening complications, e.g.
rapidly rising hematocrit, poor peripheral perfusion. Sec-
ond, an accurate dengue diagnosis prevents unnecessary
and possibly expensive antibiotic usage. Third, prompt
diagnosis of index cases can facilitate vector control
activities in the community so as to mitigate further
transmission. Lastly, the expanded use of accurate dengue
diagnostics provides important data on the epidemiology
and health burden of dengue and in doing so can inform
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and guide public health policy, particularly as dengue
vaccines and anti-virals make their way through develop-
ment pipelines.

Commercial ELISA tests that detect the DENV NS1
protein in plasma/sera have provided a new avenue for
diagnosing dengue [3-10]. The detection of NS1 on rapid
lateral flow point-of-care tests offers an even faster route
to a presumptive dengue diagnosis [11]. As more point-
of-care rapid diagnostic tests (RDT) for dengue, particu-
larly those targeting NS1, reach the marketplace their
prices will likely drop to the point they are affordable for
use in even resource limited health-care settings. The
example of RDTs for malaria that target HRP2 provides a
useful example of a point-of-care antigen-detection test
where a large number of manufacturers in the market
have resulted in cheaper tests such that they are being
promoted in even the most resource limited settings [12].

The purpose of the current study was to compare the
sensitivity and specificity of 2 commercially available, lat-
eral-flow dengue RDTs (Bio-Rad NS1 Ag Strip and SD
Dengue Duo) in a panel of plasma samples from dengue
patients with different viral serotypes and viraemia levels.
The SD Dengue Duo is distinguished from the Bio-Rad
NS1 Ag Strip in that it also tests for DENV IgM and IgG.

Methods
Patient samples
The panel of plasma samples used in this study was from
patients enrolled in the DENCO study, a multi-centre
descriptive study of dengue conducted at the Hospital for
Tropical Diseases, Paediatric Hospital #1 and Paediatric
Hospital #2 in Ho Chi Minh City, Viet Nam from August
2006 to May 2007. Following written informed consent by
the study participant, or a parent/guardian in the case of
children, patients above 6 months of age with clinically
suspected dengue and fever for less than 7 days were
enrolled in the study. Ethical approval was obtained from
the Ethics Review Committee of the Hospital for Tropical
Diseases, Paediatric Hospital #1 and #2. Two plasma or
sera samples were collected from each patient, one at day
of enrolment and the second 7-14 days after fever onset.

Dengue diagnostics
All of the plasma samples used in the panel described in
this study were RT-PCR positive for dengue virus using
an assay described previously  [11] . IgM and IgG anti-
body capture ELISA (MAC and GAC ELISA), using
DENV/JEV antigens and mAb reagents provided by Ven-
ture Technologies (Sarawak, Malaysia), were performed
as previously described [13]. The interpretation of pri-
mary and secondary serological responses was based on
the magnitude of IgG ELISA units in early convalescent
plasma samples taking into account the day of illness. The
cut-off in IgG ELISA units for distinguishing primary

from secondary dengue by day of illness was calibrated
using a panel of acute and early convalescent sera from
Vietnamese dengue patients that were assayed at the
Centre for Vaccine Development, Mahidol University,
Bangkok, Thailand using a reference IgM and IgG anti-
body capture ELISA described previously [14]. DENV
loads in plasma were measured using an internally-con-
trolled, serotype-specific, real-time RT-PCR assay that
has been described previously [15]. Results were
expressed as cDNA equivalents per milliliter of plasma.

The Bio-Rad NS1 Ag Strip and SD Dengue Duo rapid
tests were provided by Bio-Rad (Hercules, CA) and Stan-
dard Diagnostics (Kyonggi-do, Korea) respectively and
were performed according to the manufacturer's instruc-
tions. Each plasma sample for assessment was tested on
both rapid tests in parallel. Each assay strip was indepen-
dently assessed after the incubation time suggested by the
manufacturer by the technician conducting the test and
by a 2nd analyst who was blind to the first assessment.
Discordant results were referred to a 3rd analyst whose
decision was final. The analysts performing and scoring
the assays were blind to the reference assay results and to
any clinical information on the patients.

Analysis and Statistics
Concerning the SD Dengue Duo rapid test and for com-
parative purposes only, the IgM and IgG parameters were
included in the interpretation of the test in some analy-
ses. The statements "NS1 or IgM" and "NS1 or IgM or
IgG" were then used and should be understood as if at
least one of these parameters (i.e. NS1, IgM or IgG) is
positive the sample is considered as positive. However,
the detection of IgM and/or IgG in the rapid test is not
sufficient for a definitive diagnosis of dengue.

All statistical analysis was performed using Intercooled
STATA version 9.2 (StataCorp, TX). Significance was
assigned at P < 0.05 for all parameters and were two-sided
unless otherwise indicated. Uncertainty was expressed by
95% confidence intervals. Categorical variables between
groups were compared by Fisher's exact test. The t-test
was used for continuous variables.

Results
Characteristics of the study population
The characteristics of the study population (n = 292
cases) that contributed acute plasma to the test panel is
shown in Table 1. The panel of dengue cases (n = 245)
were consecutively enrolled, qRT-PCR positive patients
in the DENCO study (see M&M). The median duration
of illness prior to the test plasma sample being collected
was 3 days (range: 1-6). There were 47 patients in whom
there was no virological or serological evidence of acute
or recent dengue in paired plasma specimens.
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Sensitivity and specificity of NS1 tests versus reference 
algorithm and qRT-PCR
Bio-Rad and SD Duo NS1 rapid tests were equally sensi-
tive for the diagnosis of acute dengue relative to the refer-
ence qRT-PCR test (Table 2; Bio-Rad 61.6% vs SD Duo
NS1 62.4%, P = 0.93). The specificity of both NS1 tests
was 100%, albeit the number of patients who had no evi-
dence of acute or recent dengue was small (n = 47). Inclu-
sion of the IgM parameter in the interpretation of the SD
Duo test significantly increased its diagnostic sensitivity
(Table 2; 75.5% vs 62.4%, P = 0.0024). Inclusion of the IgM
and the IgG parameters in the interpretation of the SD
Duo test further increased the diagnostic sensitivity over
NS1 alone (Table 2; 83.7% vs 62.4%, P < 0.0001) but came
at a cost of reduced specificity (100% for NS1 alone or
NS1/IgM versus 98% for NS1/IgM/IgG).

Sensitivity of NS1 tests by day of illness
The sensitivity of NS1 tests alone was not significantly
different between test samples collected within 3 days of
illness onset versus those collected at a later time (Table
3). However, if the result of SD IgM and IgG parameters

were included in the interpretation of the SD test then
sensitivity was significantly improved in test samples col-
lected after 3 days of illness onset (Table 3; P = 0.05).

NS1 sensitivity in primary or secondary infection
NS1 detection rates with both RDTs were significantly
lower in patients with secondary dengue than primary
dengue (Table 4). Interestingly, inclusion of the IgM and
IgG parameters in the interpretation of the SD Duo test
significantly increased the diagnostic sensitivity over NS1
alone in patients with secondary dengue (Table 4). The
overall difference in sensitivity between primary and sec-
ondary dengue was not associated with the illness day at
the time of testing (primary dengue, mean day of illness:
3.30 days versus secondary dengue: 3.26 days, P = 0.71).
Reduced sensitivity was also not associated with viraemia
levels between primary and secondary dengue cases
(log10 mean viraemia for primary: 7.04 versus for sec-
ondary 6.78, P = 0.29). In a more stratified analysis, NS1
sensitivity was also higher in DENV-1 infected patients
(where the sample size was highest) with primary dengue

Table 1: Baseline table summarizing the characteristics of the patient population that contributed to the sample panel

Variable Confirmed dengue
(n = 245)

Other febrile illness 
(n = 47)

N (%) or Median (range) N (%) or Median (range)

Male sex 141 (57.8%)a 25 (55.6%)b

Age (years) 12 (1-49)a 9 (2-53)b

Day of illness 3 (1-6) 2 (1-6)b

Infecting serotype and 
serological status

DENV-1 138 (56.3%)

Primary 49 (35.6%)

Secondary 87 (63.0%)

Indeterminate 2 (1.4%)

DENV-2 91 (37.61%)

Primary 9 (9.9%)

Secondary 81 (89.0%)

Indeterminate 1 (1.1%)

DENV-3 16 (6.6%)

Primary 8 (50.0%)

Secondary 8 (50.0%)

asex and age was unknown in 1/245 acute dengue patients
bsex, age and day of illness was unknown in 2/47 patients with other febrile illness
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compared to secondary dengue at all time points of acute
illness, (Figure 1A and 1B).

A possible basis for reduced sensitivity in secondary
dengue is that NS1, along with other viral antigens, is less
likely to be available for detection when a substantial level
of DENV-reactive IgG is present. To explore this further,
we analyzed NS1 detection sensitivity in the context of
DENV-reactive IgG and IgM status as defined by the ref-
erence ELISA in the test sample. The presence of measur-
able DENV-reactive IgG (in the GAC ELISA) in the test
sample was associated with a significant reduction in NS1
sensitivity in the SD assay (Table 5). On the contrary, the
presence of measurable DENV-reactive IgM (in the MAC
ELISA) but not IgG (in the GAC ELISA) in the test sam-

ple was associated with a significant increase in NS1 sen-
sitivity relative to seronegative test samples (Table 5).

NS1 sensitivity in relation to viraemia levels
We hypothesized that viraemia levels would be associated
with the detection of plasma NS1. Accordingly, in DENV-
1 patients with equivalent illness durations (3 and 4 days
of illness) viraemia levels were significantly higher (P =
0.0005) in patients who were NS1-positive versus those
who NS1 negative in both tests at day 3 (with Bio-Rad
and SD rapid test: log10 mean viraemia = 7.71 versus
log10 mean viraemia = 6.11 respectively) (Figure 2A and
2B). To place NS1 detection in the context of both virae-
mia and serological response, individual test results for

Table 2: Sensitivity and specificity, positive and negative predictive values of each assay against the gold standard 
algorithm

Assay parameter Patients (n =) Acute Dengue 
cases (n =)

Number positive 
in rapid test (n =)

Sensitivity %
(95% CI)

Specificity %
(95% CI)

PPV %
(95% CI)

NPV (%)
(95% CI)

BR NS1 292 245 151 61.6
(55.2 - 67.8)

100
(93.8 - 100)a

100
(98.0 - 100)a

33.3
(25.6 - 41.8)

SD NS1 alone 292 245 153 62.4
(56.1 - 68.5)

100
(93.8 - 100)a

100
(98.1 - 100)a

33.8
(26.0 - 42.3)

SD NS1 or IgMb 292 245 185 75.5
(69.6 - 80.8)

100
(93.8 - 100)a

100
(98.4 - 100)a

43.9
(34.3 - 53.9)

SD NS1 or IgM or IgGb 292 245 206 83.7
(78.4 - 88.1)

97.9
(88.7 - 99.9)

99.5
(97.3 - 100.0)

53.5
(42.4 - 64.3)

aone-sided, 95% Confidence Interval
bthe detection of IgM or IgG in the rapid test is not sufficient for a definitive diagnosis of dengue and results are reported here for comparative 
purposes only

Table 3: Sensitivity of the dengue RDTs in samples collected within 3 days of illness onset versus those collected at a later 
time

BR-NS1 SD-NS1 SD NS1 or IgMb SD NS1 or IgM or IgGb

Status Total (n =) % Sensitivity (95% CI)

Test sample ≤ 3 days of 
illness

156 60.9 (52.8 - 68.6) 62.2 (54.1 - 69.8) 73.1 (65.4 - 79.9) 80.1 (73.0 - 86.1)

Test sample > 3 days of 
illness

89 62.9 (52.0 - 72.9) 62.9 (52.0 - 72.9) 79.8 (69.9 - 87.6) 89.9 (81.7 - 95.3)

P valuea 0.7860 1.0000 0.2809 0.0498

aFisher's exact test
bthe detection of IgM or IgG in the rapid test is not sufficient for a definitive diagnosis of dengue and results are reported here for comparative 
purposes only
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the Bio-Rad NS1 rapid test in DENV-1 infected patients
were plotted against corresponding viraemia and serolog-
ical responses in the same test sample (Figure 3A and 3B).
These graphs illustrate the dynamic relationship between
the detection of NS1, time since illness onset and in par-
ticular, the interfering effect of DENV-reactive IgG in the
test sample.

Discussion
In the present study we showed that two different com-
mercially available lateral flow RDTs, the Bio-Rad NS1 Ag
Strip and SD Dengue Duo, have similar sensitivities
(61.6% vs 62.4% respectively) for the detection of NS1 in
plasma from RT-PCR positive patients. The factors nega-
tively influencing the detection of NS1 included the pres-
ence of DENV-reactive IgG in the test sample and the

presence of secondary infection. The inclusion of the IgM
test in the SD Dengue Duo provides for greater sensitivity
(75.5%) without compromising specificity. The reason-
able sensitivity and specificity of the SD Dengue Duo sug-
gests it warrants additional prospective evaluations.

There is, as yet, no dengue RDT that could be consid-
ered as providing a definitive diagnosis of dengue. At
best, current tests provide a presumptive diagnosis for a
patient with a dengue like illness. A recent, TDR/WHO
sponsored multi-centre evaluation of anti-dengue virus
IgM rapid tests highlighted the very modest specificity of
several commercially available IgM rapid tests, particu-
larly in samples from patients with other infections, with
malaria being a major confounder [16]. As acknowledged
by the authors of the evaluation study, specificity issues
must be considered in the context of the setting in which

Table 4: Sensitivity of dengue RDTs in patients with primary and secondary serological profiles

BR-NS1 SD-NS1 SD NS1 or IgMb SD NS1 or IgM or IgGb

Status Total (n =) % Sensitivity (95% CI)

Primary dengue 66 80.3 (68.7 - 89.1) 80.3 (68.7 - 89.1) 83.3 (72.1 - 91.4) 83.3 (72.1 - 91.4)

Secondary dengue 176 55.1 (47.4 - 62.6) 56.3 (48.6 - 63.7) 72.7 (65.5 - 79.2) 84.1 (77.8 - 89.2)

P valuea 0.0003 0.0006 0.0951 0.8472

aFisher's exact test
bthe detection of IgM or IgG in the rapid test is not sufficient for a definitive diagnosis of dengue and results are reported here for comparative 
purposes only

Figure 1 NS1 sensitivity of Bio-Rad and SD rapid tests in relation to primary and secondary serological status and day of illness in DENV-1 
infection. Shown is the sensitivity of NS1 detection in the test sample according to primary and secondary serological status and day of illness for A) 
Bio-Rad NS1 test and B) SD NS1 test.
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a particular test is to be used [16]. For example, in SE Asia
there is no Yellow Fever virus transmission and in many
urban settings there is no malaria transmission that could
serve to limit the accuracy of a dengue RDT. The chal-
lenge then is to identify the best test for a particular set-
ting and this is best done by accumulating more
systematic data across a range of patient populations in
different health care settings. Decision-tree based algo-
rithms, as suggested for selecting malaria rapid tests,
could be helpful in this regard for dengue RDTs [17].

To the best of our knowledge this is the first side-by-
side assessment of different NS1 RDTs. Our finding that
they were equally sensitive for NS1 detection is encourag-

ing and suggests other points of difference should be con-
sidered, e.g. ease of use, cost and stability at room
temperature. The strength of the SD Dengue Duo is that
the DENV IgM and IgG test windows provides an addi-
tional diagnostic investigation that complements NS1
detection. The inclusion of the DENV-IgM result in this
current evaluation improved sensitivity without a reduc-
tion in the very high specificity associated with NS1
detection (100%). The inclusion of the IgG test result
modestly further improved sensitivity. Caution is needed
however as a positive IgM or IgG result alone could also
represent infection anytime in the previous few months
and should therefore be considered a presumptive diag-

Table 5: Sensitivity (95% CI) of SD NS1 RDT assay in the presence or absence of measurable DENV-reactive IgG or IgM 
detected by ELISA in the test sample

Statusa IgG+ & IgM- IgG+ & IgM+ IgG- & IgM- IgG- & IgM+

% Sensitivity (95% CI) 14.3 (4.0 - 32.7) 31.7 (18.1 - 48.1) 67.9 (58.2 - 76.7) 91.4 (82.3 - 96.8)

Confirmed acute Dengue cases (n =) 28 41 106 70

P valueb 0.1546 0.0001 0.0002

aaccording to the MAC and GAC reference ELISAs.
bFisher's exact test

Figure 2 Viraemia by NS1 status in DENV-1 infected patients samples at 3 and 4 days after illness onset. Shown is the median (interquartile 
range, 95% range of data, and outliers) viraemia level in NS1 positive and NS1 negative patients with the same illness duration (3 and 4 days) tested 
by A) Bio-Rad NS1 test or B) SD Duo test. The limit of detection of the assay is shown with a dashed line. Viraemia levels were significantly higher in 
NS1 positive patients relative to NS1 negative patients (t-test) at day 3 of illness.
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nosis. The potential for reduced specificity was high-
lighted in that one patient with no laboratory acute
evidence of dengue had a positive IgG test result alone.
Nevertheless the use of IgM and IgG test parameters in a
NS1 RDT is rational as it will likely provide improved
presumptive diagnostic coverage towards the end of the
acute illness when NS1 levels are declining but the
DENV-specific IgM and IgG titres are climbing rapidly.
The sensitivity and specificity of the IgM and IgG test
components of the SD Dengue Duo have been described
previously as part of the TDR/WHO assessment of den-
gue RDTs [16].

The presence of DENV-reactive IgG in the test sample,
a relatively low viraemia and secondary dengue were the
major factors associated with a negative NS1 finding on
both tests. The bias of these RDTs towards patients with
higher viraemia levels is probably a positive feature of
these tests in that they are likely biased towards patients
at risk for complications during their illness [18]. Some-
what surprisingly we did not replicate our previous
observations in a different patient population that NS1
sensitivity by Bio-Rad rapid test was higher in the first 3
days of illness that at later times [11]. Differences exist
between the two studies and these include- a) the first
study included adults and b) the first study was done pro-
spectively in real time with fresh plasma rather than fro-
zen stored plasma. It is possible these factors might
account for the differences between the study findings. It
may also reflect chance differences associated with rela-
tively small sample sizes. Similarly, we found greater NS1
sensitivity in samples where there was a measurable
DENV-reactive IgM level, a finding inconsistent with our
previous observations using ELISA based NS1 detection

where the presence of IgM was not associated with higher
or lower sensitivity [11]. The different findings might
reflect chance differences in the patient population or dif-
ferences between ELISA versus RDT.

A weakness of this study was that it was performed
using a panel of stored plasma specimens and was heavily
biased towards DENV-1, the most common serotype in
circulation in Viet Nam since 2006. Similarly, assay per-
formance and interpretation were performed by experi-
enced lab analysts and not by clinicians "at the bedside".
Different results may also have been obtained if an outpa-
tient population, rather than a hospitalized set of
patients, were used to generate the assessment panel used
here. The evaluation panel is also biased in that all sam-
ples from dengue patients were RT-PCR positive. Despite
these limitations, the current study provides a baseline in
terms of sensitivity and specificity of these two RDTs for
Vietnamese dengue patients and highlights virological
and immunological factors associated with assay perfor-
mance. Further prospective evaluations of both tests are
warranted.

Conclusions
Our findings suggest that the NS1 components of each
test are specific tools for diagnosing acute dengue,
though the sensitivity of both is influenced by the level of
viraemia and host humoral immune response. The addi-
tion of an IgM/G component to the SD Dengue Duo sig-
nificantly improved diagnostic sensitivity above NS1
testing alone.
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Figure 3 NS1 status (with Bio-Rad rapid test) in relation to MAC and GAC ELISA results, viraemia and day of illness in DENV-1 infection. 
Shown are A) MAC or B) GAC ELISA units, viraemia level and day of illness in NS1 positive and NS1 negative patients.

A B 



Tricou et al. BMC Infectious Diseases 2010, 10:142
http://www.biomedcentral.com/1471-2334/10/142

Page 8 of 8
Authors' contributions
VT participated in the study design, the experimental work, the analysis and
interpretation of the data and drafted the manuscript. HTTV participated in the
experimental work and helped draft the manuscript. NVNQ participated in the
study design, the experimental work and the analysis and interpretation of the
data. CVVN, HTT, JF and BW participated in the study design, interpretation of
data and revising of the manuscript. CPS conceived and designed the study
and participated in the analysis and interpretation of the data and writing of
the manuscript. All authors have read and approved the final manuscript.

Acknowledgements
We would like to express our sincere thanks to the patients, nurses, doctors, lab 
technicians and logistical and administrative teams of the Hospital for Tropical 
Diseases and OUCRU who made this work possible. This study was supported 
by the Wellcome Trust (UK). The funders had no role in study design, in the col-
lection, analysis, and interpretation of data, in the writing of the manuscript, 
and in the decision to submit the manuscript for publication.

Author Details
1Oxford University Clinical Research Unit, Hospital for Tropical Diseases, 190 
Ben Ham Tu, District 5, Ho Chi Minh City, Viet Nam, 2Hospital for Tropical 
Diseases, 190 Ben Ham Tu, District 5, Ho Chi Minh City, Viet Nam and 3Centre 
for Tropical Medicine, University of Oxford, Oxford, United Kingdom. OX3 7LJ, 
UK

References
1. Guzman MG, Kouri G: Dengue: an update.  Lancet Infect Dis 2002, 2:33-42.
2. Monath TP: Dengue: the risk to developed and developing countries.  

Proc Natl Acad Sci USA 1994, 91:2395-2400.
3. Dussart P, Petit L, Labeau B, Bremand L, Leduc A, et al.: Evaluation of Two 

New Commercial Tests for the Diagnosis of Acute Dengue Virus 
Infection Using NS1 Antigen Detection in Human Serum.  PLoS Negl 
Trop Dis 2008, 2:e280.

4. Bessoff K, Delorey M, Sun W, Hunsperger E: Comparison of 2 
Commercially Available Dengue NS1 Capture Enzyme-Linked 
Immunosorbant Assays for Diagnosis of Acute DENV Infection with a 
Single Clinical Sample.  Clin Vaccine Immunol 2008.

5. Kumarasamy V, Chua SK, Hassan Z, Wahab AH, Chem YK, et al.: Evaluating 
the sensitivity of a commercial dengue NS1 antigen-capture ELISA for 
early diagnosis of acute dengue virus infection.  Singapore Med J 2007, 
48:669-673.

6. Kumarasamy V, Wahab AH, Chua SK, Hassan Z, Chem YK, et al.: Evaluation 
of a commercial dengue NS1 antigen-capture ELISA for laboratory 
diagnosis of acute dengue virus infection.  J Virol Methods 2007, 
140:75-79.

7. Dussart P, Labeau B, Lagathu G, Louis P, Nunes MR, et al.: Evaluation of an 
enzyme immunoassay for detection of dengue virus NS1 antigen in 
human serum.  Clin Vaccine Immunol 2006, 13:1185-1189.

8. Blacksell SD, Mammen MP Jr, Thongpaseuth S, Gibbons RV, Jarman RG, et 
al.: Evaluation of the Panbio dengue virus nonstructural 1 antigen 
detection and immunoglobulin M antibody enzyme-linked 
immunosorbent assays for the diagnosis of acute dengue infections in 
Laos.  Diagn Microbiol Infect Dis 2008, 60:43-49.

9. Chuansumrit A, Chaiyaratana W, Pongthanapisith V, Tangnararatchakit K, 
Lertwongrath S, et al.: The use of dengue nonstructural protein 1 
antigen for the early diagnosis during the febrile stage in patients with 
dengue infection.  Pediatr Infect Dis J 2008, 27:43-48.

10. Lapphra K, Sangcharaswichai A, Chokephaibulkit K, Tiengrim S, 
Piriyakarnsakul W, et al.: Evaluation of an NS1 antigen detection for 
diagnosis of acute dengue infection in patients with acute febrile 
illness.  Diagn Microbiol Infect Dis 2008, 60:387-391.

11. Hang VT, Nguyet NM, Trung DT, Tricou V, Yoksan S, et al.: Diagnostic 
Accuracy of NS1 ELISA and Lateral Flow Rapid Tests for Dengue 
Sensitivity, Specificity and Relationship to Viraemia and Antibody 
Responses.  PLoS Negl Trop Dis 2009, 3:e360.

12. Murray CK, Gasser RA Jr, Magill AJ, Miller RS: Update on rapid diagnostic 
testing for malaria.  Clin Microbiol Rev 2008, 21:97-110.

13. Cardosa MJ, Wang SM, Sum MS, Tio PH: Antibodies against prM protein 
distinguish between previous infection with dengue and Japanese 
encephalitis viruses.  BMC Microbiol 2002, 2:9.

14. Innis BL, Nisalak A, Nimmannitya S, Kusalerdchariya S, Chongswasdi V, et 
al.: An enzyme-linked immunosorbent assay to characterize dengue 
infections where dengue and Japanese encephalitis co-circulate.  Am J 
Trop Med Hyg 1989, 40:418-427.

15. Simmons CP, Popper S, Dolocek C, Chau TN, Griffiths M, et al.: Patterns of 
host genome-wide gene transcript abundance in the peripheral blood 
of patients with acute dengue hemorrhagic fever.  J Infect Dis 2007, 
195:1097-1107.

16. Hunsperger EA, Yoksan S, Buchy P, Nguyen VC, Sekaran SD, et al.: 
Evaluation of commercially available anti-dengue virus 
immunoglobulin M tests.  Emerg Infect Dis 2009, 15:436-440.

17. Lubell Y, Hopkins H, Whitty CJ, Staedke SG, Mills A: An interactive model 
for the assessment of the economic costs and benefits of different 
rapid diagnostic tests for malaria.  Malar J 2008, 7:21.

18. Libraty DH, Young PR, Pickering D, Endy TP, Kalayanarooj S, et al.: High 
circulating levels of the dengue virus nonstructural protein NS1 early 
in dengue illness correlate with the development of dengue 
hemorrhagic fever.  J Infect Dis 2002, 186:1165-1168.

Pre-publication history
The pre-publication history for this paper can be accessed here:
http://www.biomedcentral.com/1471-2334/10/142/prepub

doi: 10.1186/1471-2334-10-142
Cite this article as: Tricou et al., Comparison of two dengue NS1 rapid tests 
for sensitivity, specificity and relationship to viraemia and antibody responses 
BMC Infectious Diseases 2010, 10:142

Received: 3 December 2009 Accepted: 28 May 2010 
Published: 28 May 2010
This article is available from: http://www.biomedcentral.com/1471-2334/10/142© 2010 Tricou et al; licensee BioMed Central Ltd. This is an Open Access article distributed under the terms of the Creative Commons Attribution License (http://creativecommons.org/licenses/by/2.0), which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited.BMC Infectious Diseases 2010, 10:142

http://www.biomedcentral.com/1471-2334/10/142
http://creativecommons.org/licenses/by/2.0
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11892494
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=8146129
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=18714359
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=18685015
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=17609831
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=17140671
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=16988003
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=17889487
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=18162937
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=18191361
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=19156192
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=18202438
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12019028
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=2540664
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=17357045
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=19239758
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=18226224
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12355369
http://www.biomedcentral.com/1471-2334/10/142/prepub

	Dengue_papers[1]
	aa.pdf
	슬라이드 번호 1
	슬라이드 번호 2

	cover dengue paper.pdf
	슬라이드 번호 1
	슬라이드 번호 2

	cover dengue paper.pdf
	슬라이드 번호 1
	슬라이드 번호 2

	cover dengue paper.pdf
	슬라이드 번호 1
	슬라이드 번호 2




<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /All
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJDFFile false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000500044004600206587686353ef901a8fc7684c976262535370673a548c002000700072006f006f00660065007200208fdb884c9ad88d2891cf62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef653ef5728684c9762537088686a5f548c002000700072006f006f00660065007200204e0a73725f979ad854c18cea7684521753706548679c300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA <>
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020b370c2a4d06cd0d10020d504b9b0d1300020bc0f0020ad50c815ae30c5d0c11c0020ace0d488c9c8b85c0020c778c1c4d560002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken voor kwaliteitsafdrukken op desktopprinters en proofers. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents for quality printing on desktop printers and proofers.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /NoConversion
      /DestinationProfileName ()
      /DestinationProfileSelector /NA
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure true
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles true
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /NA
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /LeaveUntagged
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice




